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The far-infrared and submillimeter portions of the electromagnetic spectrum provide a unique view of the astrophysical
processes present in the early universe. Our ability to fully explore this rich spectral region has been limited, however, by
the size and cost of the cryogenic spectrometers required to carry out such measurements. Micro-Spec (μ-Spec) is a high-
sensitivity, direct-detection spectrometer concept working in the 450–1000 μm wavelength range which will enable a wide
range of ﬂight missions that would otherwise be challenging due to the large size of current instruments with the required
spectral resolution and sensitivity. The spectrometer design utilizes two internal antenna arrays, one for transmitting and one
for receiving, superconducting microstrip transmission lines for power division and phase delay, and an array of microwave
kinetic inductance detectors (MKIDs) to achieve these goals. The instrument will be integrated on a ∼ 10 cm2 silicon chip
and can therefore become an important capability under the low background conditions accessible via space and high-altitude
borne platforms. In this paper, an optical design methodology for μ-Spec is presented, with particular attention given to its two-
dimensional diffractive region, where the light of different wavelengths is focused on the different detectors. The method is based
on the maximization of the instrument resolving power and minimization of the RMS phase error on the instrument focal plane.
This two-step optimization can generate geometrical conﬁgurations given speciﬁc requirements on spectrometer size, operating
spectral range and performance. A point design with resolving power of 257, an RMS phase error less than 0.1 radians and four
stigmatic points was developed for initial demonstration and will be the basis of future instruments with resolving power up to
about 1200.
I. INTRODUCTION
Far-infrared (IR) and submillimeter (15 μm–1 mm) spec-
troscopy provides a powerful tool to probe a wide range of
environments in the universe. In the past thirty years, dis-
coveries made by several space-based observatories have pro-
vided unique insights into physical processes leading to the
evolution of the universe and its contents. This information is
encoded in a wide range of molecular lines and ﬁne structure
lines. Observations of such spectral lines enable the explo-
ration of galaxies at high redshifts. The ﬁne structure lines of
abundant elements (C, N and O) allow tracing the obscured
star formation and AGN activity into the high-redshift uni-
verse. One can measure galaxy redshifts and determine their
elemental abundances and physical conditions out to redshifts
of z > 5. In spite of this, a number of questions remain unan-
swered regarding the very early steps of the universe as well as
galactic, stellar and planetary formation. The ability to fully
explore this rich spectral region has been limited by the size
and cost of the cryogenic spectrometers required to carry out
these measurements. The work proposed here speciﬁcally ad-
dresses the need for integrated spectrometers and ultra-low-
noise, far-IR, direct detectors, whose speciﬁc requirements
are shown in Table 1 and compared against the current state
of the art.
To contribute to realizing the goals outlined in Table 1
Metric State of the art Requirements
Wavelength, λ 250− 700 μm 220− 2000 μm
Sensitivity, NEP 10−19 W/
√
Hz 10−21 W/
√
Hz
Resolution, R ≥ 100 ≥ 1200
Detective quantum
efﬁciency, DQE ∼ 15% > 90%
Temperature, T < 1 K ∼ 0.05 K
Time constant, τ 100 ms < 10 ms
Table 1: Summary of far-IR spectrometer and detector array
requirements and comparison with current state of the art [1].
and ﬁll in the gaps in the current state of the art, a high-
performance integrated spectrometer module, Micro-Spec (μ-
Spec), operating in the 450–1000 μm (300–650 GHz) range
is proposed. With μ-Spec (Fig. 1), the incoming radiation
collected by the telescope is coupled to the spectrometer via a
broadband dual-slot antenna used in conjunction with a hyper-
hemispeherical silicon lens and directed to a series of power
splitters and a delay network made of superconducting mi-
crostrip transmission lines. The delay network creates a re-
tardation across the input to a planar waveguide multimode
region, which has two internal antenna arrays, one for trans-
mitting and one for receiving the radiation as a function of
wavelength. Absorber structures lining the multimode region
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Figure 1: Layout of the μ-Spec module. The radiation is coupled into the instrument through a broadband antenna and is
then transmitted through a superconducting transmission line to a divider and a phase delay network. The spectrum enters the
multimode region through an array of feeds which concentrates the power along the focal surface with different wavelengths
at different locations. The receivers are connected to a bank of order-sorting ﬁlters and MKID detectors [2].
control the power emitted into large angles or reﬂected from
the receiver antenna array. An array of feed structures is em-
ployed to couple the radiation to the multimode region and
concentrates the power along the focal surface with different
wavelengths at different locations. The outputs are connected
to a bank of order-sorting ﬁlters which terminate the power in
an array of microwave kinetic inductance detectors (MKIDs)
for detection and readout. The entire instrument is integrated
on a 100-mm-diameter silicon chip. This size in reduction is
accomplished through the use of single-mode microstrip de-
lay lines, which can compactly be folded on the silicon wafer
and reduce the required physical line length by a factor of the
medium’s effective refractive index.
The frequency range of the implementation presented here
is limited to wavelengths λ > 250 μm by the gap frequency of
currently available low-loss superconductors. These include
niobium (Nb) and niobium-titanium nitride (NbTiN) for the
transmission line structures, and molybdenum nitride (MoN)
for the detectors.
Finally, μ-Spec can be compared to a grating spectrome-
ter [3], in which a plane wave is reﬂected from the grating
and the phase of each partial wave scattered from the rulings
is a linear function of position across the grating. However,
it differs from similar technologies by the order of processing
of the light in the spectrometer. For instance, in a Rowland
spectrometer the required phase retardation is generated by
reﬂection from the grating grooves [3, 4, 5, 6, 7], whereas
in Z-Spec, which is an example of planar Rowland grat-
ing architecture, propagation occurs in parallel-plate waveg-
uides [8, 9, 10, 11]. A last comparison can be made with
one-dimensional bootlace lenses found in microwave prac-
tice [12, 13, 14, 15], which μ-Spec builds upon for submil-
limeter wave applications. This paper will describe the de-
sign process of the multimode region and illustrate the results
in terms of geometry, imaging quality and efﬁciency.
II. MULTIMODE REGION DESIGN
A prototype version with a resolving power R = 65 in ﬁrst
order was designed [2] and built, and is currently under evalu-
ation at the NASA Goddard Space Flight Center. This design
was speciﬁed by requiring the phase error to vanish at three
speciﬁc stigmatic points on the focal plane. This can be seen
as a generalization of the approach described in [8] with two
stigmatic points. In [16], designs were presented forR= 260
and R = 520 in higher order and with zero phase error im-
posed on three preselected stigmatic points. These designs
were obtained through a constrained, non-linear optimization
process. A fourth stigmatic point was observed beyond the an-
gular range in use. It is the purpose of this work to show how
to use this additional degree of freedom to increase the num-
ber of spectrometer channels and resolving power. In the fol-
lowing section, therefore, we describe a design for R = 260
in ﬁrst order with zero phase error at all four stigmatic points,
as a result of an unconstrained optimization process which
maximizes the instrument performance.
II.I. Problem formulation
As explained in [2], the design variables are the x and y co-
ordinates of the Ne emitters’ centers and the electrical path
lengths in silicon, Rei , for each feed’s electrical delay. The
resolving power is deﬁned as
R = M ·Ne, (1)
where M is the order of the spectrometer and Ne is some
power of 2, given the structure of the power divider network
(see Fig. 1). The ﬁrst step of the design consists of ﬁnding
the maximum achievable resolving power, Rmax, as a func-
tion of M and the relative emitter pitch, η = p/λavg (p =
emitter pitch, λavg = central wavelength associated with the
geometric average frequency - see Fig. 2), given speciﬁc re-
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quirements on spectrometer radius, R, and operating spectral
range as well as certain constraints on performance.
Figure 2: Simpliﬁed representation of the grating geometry.
On the left side three radiators can be seen, which point to
the blaze point, B. The path from each radiator’s phase center
to the ﬁrst and second stigmatic points are also indicated by
solid lines for the array’s i-th and central reference feed [2].
The formulation of this mixed integer non-linear problem is
as follows:
maxRmax(M,η) = M/η ·R/λavg (2)
subject to He(M,η) ≤ R (3)
Hr(M,η) ≤ πR (4)
Rmax(M,η) > 200 (5)
η > 0 (6)
M ≥ 1, M integer (7)
Equation (3) imposes that the width of the emitter array, He,
be less than or equal to the radius so that there is no aber-
ration; eq. (4) lets the receiver array be as large as the fo-
cal plane to optimize its utilization; and constraint (5) sets a
minimum value for the required maximum resolving power,
thereby eliminating solutions in which we are not interested.
Finally we note that, to enlarge the tradespace, the constraint
of equal emitter and receiver pitch, used in our previous de-
signs, was removed.
Table 2 shows the requirements on spectrometer size and
spectral range used for this problem. The minimum and max-
imum frequencies are no longer associated with any stigmatic
point and fall within the spectral range deﬁned in Table 1. The
average frequency was computed as their geometric mean.
The objective spaces as a function of M and η are shown in
Fig. 3. On the left (Fig. 3a), it is possible to visualize the fea-
sible objective space of the optimization problem described
above forRmax along with the active constraint, Eq. (4) (blue
area). The feasible solutions to Problem (2) populate that part
of the contour plot above the blue area, whereas the optimal
solutions lie at the intersection of the active constraint with the
largest Rmax ∼ 275, one for each value of M . We decided
to investigate the ﬁrst-order case as an example of simple and
robust system. Higher-resolution instruments will certainly
require higher-order operations. Table 3 shows the values of
the design variables associated with this particular optimal so-
lution as well as the values of the constraints (3)-(7), which
are all satisﬁed.
Once this problem solved, it was then possible to compute
the number of emitters, Ne = Rmax/M , and round it down
to a power of 2. According to Eq. (1), this causes the actual
resolving power, R, calculated with this updated value of Ne,
to be lower than Rmax. The plot in Fig. 3b shows the values
of R (red line) and the values of M and η that would make
such realizations possible. For M = 1, R = 257.
Parameter Symbol Unit Value
Multimode region radius R cm 1.25
Minimum frequency fmin GHz 430.0
Maximum frequency fmax GHz 650.0
Average frequency favg GHz 528.7
Table 2: Requirements on spectrometer size and spectral
range
Variable Symbol Unit Value
Spectrometer order M - 1
Relative emitter diameter η - 0.2916
Maximum resolving power Rmax - 275
Emitter array width He cm 1.2452
Receiver array width Hr cm 3.5674
Emitter pitch p cm 0.0048
Receiver pitch s cm 0.0167
Number of emitters Ne - 257
Number of receivers Nr - 149
Resolving power R - 257
Table 3: Optimal solution to Problem (2) for M = 1
The second step toward determining the optimal solution
in terms of the above-mentioned design variables consists in
minimizing the overall RMS phase error, ϕRMS, through a ﬁg-
ure of merit representing the area subtended by ϕRMS on the
focal plane:
min
∫ π
0
ϕRMS dθ, (8)
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(a) The contour plot depicts all the feasible values of Rmax and
shows that for each M a solution exists that satisﬁes all con-
straints.
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(b) The contour plot represents the feasible values of R for all
orders given as powers of 2. The R = 257 red curve identiﬁes
the optimal solution.
Figure 3: Objective spaces of Problem (2). The blue area represents the infeasible region which, in this case, coincides with
the active constraint in Eq. (4).
with
ϕRMS =
√√√√ Ne∑
i=1
[ϕij(xi, yi, τi, θj)− 〈ϕ(θj)〉]2
Ne
. (9)
Here, ϕij is the relative phase of each transmitter, 〈ϕ(θj)〉 =
0 is the relative phase of the central transmitter (this is zero by
construction as the central radiator is used as a reference) and
θj represents the angle corresponding to each of the points in
which the focal plane was discretized. When setting Eq. (9)
equal to zero, its analytical expression is a fourth-order func-
tion of the focal plane angle, θ, which implies that at most four
stigmatic points can be obtained. By solving problem (8) over
the entire focal plane, i.e., 0 ≤ θ ≤ π, one could in principle
ﬁnd these four solutions, provided they are not degenerate.
II.II. Optimization results
The solution to the minimization problem deﬁned in Eq. (8)
can be seen in Fig. 4. The emitters’ positions are indicated in
red and present several characteristics similar to those found
and discussed in [16]. First, they do not lie on the grating
circle but on a curve that is tilted leftwards and intersects the
grating circle at the central emitter before ending up inside
the multimode region. It was veriﬁed that the shape of this
curve only approximates a circle with a radius ∼ 2.2R and
is not symmetric. In the case presented here, this is caused
by the absence of constraints on all stigmatic points. In gen-
eral, for a two-stigmatic-point conﬁguration the emitters lie
exactly on the grating circle, as shown in the literature [3, 8].
The imposition of zero RMS phase error on a third stigmatic
point (the blaze point) also caused a similar tilting effect [16],
unless the emitters could be constrained to lie within a small
distance (e.g., λ1/8) from the 2R circle, as shown in our pre-
vious work [2].
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Figure 4: Optimized multimode region design with a resolv-
ing power R = 257 and order M = 1.
The RMS phase error is shown in Fig. 5. Its values re-
main below 0.1 radians over an angular range spanning from
approximately 16◦ to 176◦. This represents a ∼ 30% im-
provement in the focal plane utilization over the previous de-
signs [2, 16]. Four stigmatic points are visible, but it is im-
portant to note that they are no longer associated with a pre-
deﬁned frequency, given the absence of constraints on them.
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In Fig. 5 it can be seen to what frequencies they correspond in
this design. The nominal spectral range indicated in Table 2 is
only partially covered down to ∼ 510 GHz at 0◦, while above
130◦ frequencies higher than 650 GHz show up, where nio-
bium is no longer a superconductor. To ensure that the entire
nominal spectral range be used on the focal plane, future ef-
forts will be focused on solving Eq. (8) with constraints on all
four stigmatic points and to iteratively adjust the lower bound
of the nominal spectral range in the attempt to look for al-
ternative designs satisfying these requirements. Finally, while
our previous designs present an RMS phase error smaller than
0.005 radians, a maximum value of 0.1 for this quantity is still
representative of high-quality spectrometers.
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Figure 5: RMS phase error. The worst value is 0.1 radians at
almost 45◦ and four stigmatic points can be seen over a 160◦
angular range.
II.III. Power efﬁciency
The power coupling in the new design conﬁguration was com-
puted with the model described in [2], Sec. 4. The ratio of
the power emitted by the feed horns to the power received
by the antennas is equal to 1. This high efﬁciency is the re-
sult of the absence of any higher-order diffraction peaks in
the multimode region due to the relative emitter diameter, η,
being smaller than 1/2, as required to avoid diffraction [17].
Figure 6 illustrates the values of the normalized power for
the R = 257 conﬁguration discussed in this work as well as
for all our previous designs [2, 16]. The current conﬁgura-
tion outperforms all those in ﬁrst order in terms of efﬁciency,
while simultaneously providing a medium-high resolution.
III. CONCLUSIONS
A design methodology has been developed for high-resolution
conﬁgurations of the μ-Spec multimode region. The design
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Figure 6: Comparison of the efﬁciency of the design pre-
sented in this paper and the ones from [2, 16].
procedure ﬁrst maximizes the resolving power subject to con-
straints on geometry, operating frequency range and perfor-
mance, thereby determining the order of the spectrometer.
This then allows the RMS phase error on the instrument fo-
cal plane to be minimized. This work discussed a particular
design achieved without constraining the RMS phase error to
vanish at preselected stigmatic points on the focal plane. This
led to a conﬁguration with four stigmatic points spread over
nearly the entire focal plane, a feature which can be used to
increase the number of spectrometer channels. This design
achieves a maximum RMS phase error equal to 0.1 radians
and a resolution of 257 in ﬁrst order. Due to the complete
lack of diffraction, it presents a coupling efﬁciency of 1. Fu-
ture work will be aimed at employing this design methodol-
ogy to generate higher-resolution (R > 500) conﬁgurations
with maximum utilization of the focal plane and RMS phase
error less than 0.1.
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